Intermittent superior vena cava syndrome caused by a Hickman catheter.
A case of intermittent superior vena cava syndrome caused by a Hickman catheter is reported. The symptoms resolved on removal of the catheter. The use of anticoagulants in conjunction with indwelling venous catheters is discussed.